r 





LEAKAGE 





4 



A 33 



1 AW 



4.7 K lOVo 



250 fl 1% 




SIGNAL 




10K 1% 



•250A 

;1% 



fcsl .02 uFeoov (£3 

20 UF 350 V 



TO LUG 10 ALL 
SELECTOR SWITCHES 



9-PfN MINIATURE TUBE SOCKET /|Q 

» ^ <ft © ® © © ©Ms 





7-PIN MINIATURE TUBE SOCKET 

0 O O © O ® ~< 7 






ALL RES" 
100A 

ALL CAP 
tOOULLF 








CHASSIS — GROUND 




mi 

40 UFO 
150V 



V2 A 12AV6 




#47 BULBS 




* TO SM 6 



TO SM 3 




TO LUG 8 ALL 
SELECTOR SWITCHES 




TO LUG 3 ALL 
SELECTOR SWITCHES 




JO LUG 7 ALL 
* SELECTOR SWITCHES 



TO LUG 2 ALL 
SELECTOR SWITCHES 




TO LUG 12 

ALL SELECTOR SWITCHES* 
TO LUG 11 

ALL SELECTOR SWITCHES 



TO PIN 5 

ALL TUBE SOCKETS 




TO PIN 4 

ALL TUBE SOCKETS 



TO PIN 3 

ALL TUBE SOCKETS 



TO LUG 5 ALL 
SELECTOR 

SWITCHES 



TO LUG 1 ALL 
SELECTOR SWITCHES 




TO PIN 2 

ALL TUBE SOCKETS 



TO PIN 1 

ALL TUBE SOCKETS 






TO PIN 9 

ALL TUBE SOCKETS 




TO PIN e 
'ALL TUBE SOCKETS 




JO PIN 7 

ALL TUBE SOCKETS 



TO PIN 6 

ALL TUBE SOCKETS 



NOTE; 

SWITCHES SHOWN IN MAXIMUM COUNTERCLOCKWISE POSITION. 
SELECTOR SWITCHES IN ZERO POSITION. 



HEATH KIT 
TUBE TESTER 

TT-1 




TO PIN 1 ON ALL 
TUBE SOCKETS. 

TO PIN 2 ON ALL 
TUBE SOCKETS. 

TO PIN 3 ON ALL 
TUBE SOCKETS. 

TO PIN 4 ON ALL 
TUBE SOCKETS. 

TO PIN 5 ON ALL 
TUBE SOCKETS, 

TO PIN 6 ON ALL 
TUBE SOCKETS, 

TO PIN 7 ON ALL 
TUBE SOCKETS. 

TO PIN 8 ON ALL 
TUBE SOCKETS. 

TO PIN 9 ON ALL 
TUBE SOCKETS. 



TO PIN 10 ON ALL 
TUBE SOCKETS. 



SCHEMATIC OF THE HEATHKIT 
TUBE SOCKET ADAPTER 
MODEL TT-1A 



TO PIN II ON ALL 
TUBE SOCKETS. 

TOPfN 1 2 ON ALL 
TUBE SOCKETS. 



